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A.D.  1866,  2nd  July.  N°  1753. 


Applying  Heat  to  the  Human  Body. 


(  This  Invention  received  Provisional  Protection  only.) 

PROVISIONAL  SPECIFICATION  left  by  Henri  Adrien  Bonneville  at  the 
Office  of  the  Commissioners  of  Patents,  with  his  Petition,  on  the  2nd 
July  1866. — A  communication  from  Emile  Duroux,  Merchant,  residing 
at  Saint  Etienne,  in  the  Departement  of  the  Loire,  Empire  of  France. 

5  I,  Henri  Adrien  Bonneville,  of  the  British  and  Foreign  Patent  Offices, 
24,  Rue  du  Mont  Thabor,  Paris,  in  the  Empire  of  France,  and  38,  Porchester 
Terrace,  Bayswater,  in  the  County  of  Middlesex,  Patent  Agent,  do  hereby 
declare  the  nature  of  the  said  Invention  for  “  Improvements  in  Apparatus  for 
Applying  Heat  to  certain  Parts  of  the  Human  Body,  communicated  to  me 
10  by  Emile  Duroux,  Merchant,  a  person  residing  at  Saint  Etienne,  in  the 
Departement  of  the  Loire,  and  Empire  of  France  aforesaid,  to  be  as  follows  . 

This  Invention  relates  to  an  improved  apparatus  for  applying  heat  to  the 
feet  and  legs.  It  consists  of  a  cylinder  of  suitable  form  and  dimensions  for 
receiving  the  legs  and  feet,  which  are  to  be  introduced  from  the  upper  pait. 
15  Its  lower  end  is  provided  with  a  receptacle  for  boiling  or  hot  water,  on 
which  the  feet  are  placed.  The  upper  end  is  then  hermetically  closed  by  a 
blanket  surrounding  the  legs,  and  thus  the  heat  developed  by  the  hot  water 
combining  with  the  natural  warmth  of  the  body  may  be  kept  up  for  any  length 

of  time  required. 

20  The  aforesaid  cylinder  may  be  made  of  tin,  copper,  or  brass. 


LONDON : 

Printed  by  George  Edward  Eyre  tind  W illiam  Sfottiswoode, 
Printers  to  the  Queen  s  most  Excellent  Majesty.  1867. 
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